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Clamp, Ice Bagy New Type 


fe) OURC E: Tokyo, vo apane : 
eee, Ret preeheuniy reported. Supplement to Medical Tech= 


: nical Reports #32 and #36. . : | — 
- DESCRIPTION: ‘This ice bag clamp is made of laquer covered, pened 
when open. When the clamp is closed as when in use, as a 
» : Janeth of 5" and the other. dimensions: ars approximately 5/30 
- 5/3, Lae vt | 
The two main portions of the clamp fit together tightly 5 ee 
4 igae safely seal the ice’ bag. The clamp is fastened together 
‘a aa chy a bly GF netal which is hinged and rotates over an Scceney 
wheel which re one to close the clamp tightly. 
- COMMENT This is a new type ice bag clamp which cha the standard a 
| ice bag described in Medical Technical Report #32. At the time 
that report was made no clamp was avd eels and ‘the method of 


a closing the ice bag seeunels was not known, This clamp will ale 


. oe ‘Technical Report #36. 


This clamp is more cheaply made and uses less metal than the | 
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aluminum clamp reported in Medical Technical Report #36, ‘The | 


clamp is 


Fig. e- Clamp, ice bag, in use. 
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